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MONITORING OF BROADCASTING STATIONS 
Part II 


JOSE familiar with the 
Type 536-A Distortion- 
Factor Meter 1 anil the 
Type 457-A Modulation 
Meter will notice many point* of simi¬ 
larity with the equip¬ 
ment described here. 

'The older instruments 
were intended pri¬ 
marily for the experi¬ 
mental determination 
of the performanee of 
transmitters, and ex¬ 
perience over a period 
of four years has 
proved them to he en¬ 
tirely satisfactory on 
an electrical basis. 

For continuous monitoring, how¬ 
ever, equipment must he direct-read¬ 
ing, entirely self-contained, and must 
require a minimum of effort on the part 
of the opera tor. The Class 730- A Trans¬ 
mission Measuring Assembly has been 
designed to meet these requirements 


without sacrificing any of the accuracy 
obtainable with the older equipment. 

TYPE 732-A DISTORTION AND 
NOISE METER 

'Flic Distortion and Noise Meter 
measures the har¬ 
monic distortion in 
the transmitter with 
100-cycle modulation 
and the noise level in 
decibels below any 
given modulation 
level. Its operation is 
easily understood by 
referring to the dia¬ 
gram of Figure 1. 

The carrier, modu¬ 
lated at 100 cycles, is 
applied to the input of the instrument. 
A capacitive attenuator is provided to 
adjust the carrier level to a convenient 
value. After a preliminary adjustment, 
this need not he changed. The carrier 
is rectified by a linear diode detector, 3 
and the audio-frequency component of 



Last month** Expert - 

men ter dise tinned new* 
met hod* of monitoring 
broadcasting station out¬ 
put and deseribed flu* uses 
and eupuhilities of t lit* 
tll.V"'- 730-A Transmission 
Measuring Assembly, The 
present article discusses in 
more detail the instru¬ 
ments themsehes anil 
explains their operation. 


* f. N. Tuiltr. •• Modulation Wraturetnenla an Hr«Nnir«»i Irmwiillm," (>nml K*ili<i CimrimiMilfr, \ alumr V, No. 10 
\Urrh. 19.1 h. 

* f. Y l ullle. "Dirnrl Measurement- of llamiomr Distortion,** Oenrral IUiImi f t/terimenfer. Vo|. V I. No. 6 (Nov., 1931 1 . 

* C. H. Sluqt and F.. D. Doyle. Orwl \ oilrneirr*. Trait*. A .I.F.E.. Volume 35. pp. 99*107. February, 1910. 



IET LABS, INC in the GenRad tradition 

www.ietlabs.com 

534 Main Street, Westbury, NY 11590 TEL: (516) 334-5959 • (800) 899-8438 • FAX: (516) 334-5988 














2 


THE GENERAL RADIO EXPERIMENTER 


znoot 



Figure 1. Functional schematic diagram of Type 732-A Distortion and Noise Meter 


the envelope is applied to an attenu¬ 
ator and filter. 

In order to standardize the direct- 
reading scales, a known fraction of the 
audio-frequency output is applied to 
the amplifier and the gain adjusted to 
give full scale deflection on the output 
meter. This is done at the cal po¬ 
sition of the attenuator. 

To measure distortion, the 400- 
cycle component is then Altered from 
the signal, and a known fraction of the 
remaining harmonics is applied to the 
amplifier whose output meter is now 
direct reading in the distortion factor. 
Four scales are provided: 1%, 3%, 
10%, and 30%. All are direct reading. 


as indicated in the drawing of the 
meter, which is a reduced reproduction 
of the actual scale. 

In order to measure noise, the 400- 
eyele signal is applied to the transmit¬ 
ter and the amplifier gain adjusted as 
before. The modulation is then re¬ 
moved from the transmitter, and the 
residual audio components of the car¬ 
rier envelope are applied to the ampli¬ 
fier. The ratio of noise to signal is 
given directly in decibels on a third 
meter scale. Full scale values of 30, 40, 
50, and 60 db are provided, giving a 
total signal-to-noise ratio range of 
about 30-70 db. 

As shown in the diagram, provision 
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is made for connecting the equipment 
directly to the carrier or to the audio 
system of the transmitter. 

TYPE 733-A OSCILLATOR 

A 400-cycle filtered oscillator (Type 
733-A) specially adaptable to the dis¬ 
tortion meter has also been designed. 
The distortion factor of this oscillator 
as filtered is less than 0.2% under load 
and less than 0.1' \ on open circuit. 

TYPE 731-A MODULATION MONITOR 

The modulation monitor consists of 
three essential elements: A linear 
diode rectifier which gives an instan¬ 
taneous output voltage proportional to 


the carrier envelope, a peak voltmeter 
which measures the peak modulation, 
and a trigger circuit which flashes a 
light whenever the modulation mo¬ 
mentarily exceeds a predetermined 
value. The output of the first diode is 
used as a measure of the carrier and is 
set at the start to 100, as shown in Fig¬ 
ure 2. This meter will then indicate 
carrier shift as the station is modu¬ 
lated. 

As shown in Figure 2, the audio fre¬ 
quency component of the carrier en¬ 
velope in the desired phase for either 
positive or negative peak is applied to a 
peak voltmeter, which is specially de- 
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Ficcre 2. Functional schematic diagram of Type 731-A Modulation Monitor 
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signed tu be highly independent of 
tube characteristics and to put an en¬ 
tirely negligible load on the first de¬ 
tector. This voltmeter circuit makes 
it possible to combine the accuracy of 
the older type of null method instru¬ 
ment" with a direct-reading, rapid- 
movement meter. The peak voltmeter 
reads directly in |>ercentage modula¬ 
tion from 0 to 110% and has a sujier- 
imposed decibel scale for monitoring 
purposes. 

The meter movement is arranged to 
follow speech and music very rapidly. 
Over-all tests on the equipment show 
that a pulse lasting only 0.1 second 
will make the meter throw to within 
about 00% of the true value. This is 
the most rapid meter as yet commer¬ 
cially available, but it is not instan¬ 
taneous and. even if it were, it would 
not be |H>ssible for the eye to follow it 
with any accuracy. In fact, in making 
dynamic tests on the meter, it was nec¬ 
essary to use screens to be sure of the 
maximum throw. In order to avoid this 
difficulty, a warning lamp circuit has 


been provided. After determining the 
|>ermissible level of nu»dulation by 
means of the distortion meter, a dial is 
set in the lamp circuit controlling the 
percentage modulation at which it will 
flash. An automatic biasing arrange¬ 
ment used in conjunction with a thv- 
ratron Hashes a light whenever the 
percentage modulation exceeds the 
value at which the dial is set. This 
method is essentially an automatic 
null arrangement which requires no 
attention or adjustment. 

\ plug has been provided so that ad¬ 
ditional percentage meters and Hash¬ 
ing lamps can be used externally. A 
connection is also made by this plug to 
pro\ide an audio-frequency \oltage 
proportional to the modulation for re¬ 
cording purjKises. 

To sum up. the modulation meter 
provides a pointer which gives a direct 
reading, dynamic measure of the mod¬ 
ulation and. in addition, provides a 
warning signal when the desirable mod¬ 
ulation is momentarily exceeded. 

L. B. \iu;i imbau 


ERRATA 

PERFORMANCE SPECIFICATIONS FOR CATHODE-RAY TUBES 


I n the November-December, 1934, Type 528-B Cathode-Ray Tube were 

issue of the Experimenter , the values incorrect. The entire table is reprinted 

of d-e voltage sensitivity given for below: 


T\ [>t 

Screen 

Diunt. 

Fast 
or Stoic 

Accelr rat¬ 
ing 1 oltttftf' 

D-C Folia#v 
Sensitivity* 

Maximum 
Spot Speeti f 

635-P2 

3 in. 

Slow 

1000 v 

0.013 in/v 

1,100 in sec 

635-P3 

3 in. 

Fast 



11.000 in sec 

687-PI 

5 in. 

Slow 

15(H) v 

0.012 in/v 

6.1(H) in/sec 

687-P2 

5 in. 

Fast 



1 ( 1.000 in/sec 




3000 V 

0.0083 in/v 

50.0(H) in see 

528-11 

7 in. 

Fast 

IOOO v 

04125 in \ 





500 V 

0.050 mi \ 

3(HI in/sec 


* Avrr>|« for both pain of plates. 

t Thfw mine* are masinium workable spot *|ieeii« > fur Verirhronie film, on the bario of a hi |M»thrtii*al a|>erture 
/ 1.0 ami with the arrecn at infinite ili»tanrr from tin* |rn«. The maiinium «pee<j V for any other aparature/, \ ami a 
ratio A between length of trace on screen ami on the camera plate i«. S' * - ' ■ . . 
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SUPERSONIC SOUNDS IN NATURE* 

By Elbf.rt I*. Little * 


THE follow iny article, <*urioii*ly 
enough, shows the exael tccll- 
niqnr I hut won hi Ik* emplovni 
to eliminute noise us the result 
of un indu-triiil noise survey. 
The steps are, roughly, the loea- 
tion of the source, a frequency 
analysis of the disturbing sound, 
and a visual analysis of the 
meehanism parts hitting period- 
corresponding to the predomi¬ 
nant frequencies in the disturb¬ 
ance spectrum. 

The stroboscope used was a 
General Radio TYPE 528-A 
Kdgerton Stroboscope, the clock 
a CLASS (1-21-11 Standard fre¬ 
quency Assembly. 

—Tiie Kitirott 


Qiolocists have ufien speculated as 
U to whether or not animals produce 
supersonic noises,namely, sounds above 
the range of human audibility. We are 
able to hear noises due to vibrations in 
the air tip to 18,000 |»er second, but any¬ 
one who lias watched a bumming bird 
singing must have observed that, as a 
note rises higher and higher, suddenly 
it can no longer he heard, hut the bird's 
mouth w ill still he open and he w ill look 
as if he were still singing. The obvious 
conclusion is that Itc is singing above 
the range of human audibility, 

l ntil recently we have been unable 
to study supersonic phenomena because 
no adequate methods existed of detect¬ 
ing high sounds and determining their 
pitch. Hut in the Cruft Laboratory at 
Harvard apparatus lias been developed 

* Reprinted by pfTiniiMion from ihe llart'tvd Alumni 
Bulletin through the n Mir lev of Profe*M*r Oeorgr V. 
Pierce end Min Jane Prouty of five Cruft laboratory 
where Harvard’* work on CommuniralMui Kngineertng ii 
done. 


making use of magnetostriction and 
piezo-electric controlled oscillators and 
detectors by means of w liich w e are now 
equipp'd to listen to noises that have 
been heretofore inaudible. Certain crys¬ 
tals. when properly cut, lia\e the ability 
to control the frequency of an oscillator 
to a remarkable degree. Quartz crystals 
cut in this manner have a very narrow 
response width that is, they will re¬ 
ceive or oscillate at frequencies only 
very close to some particular one. 
Rochelle salts, on the other hand, have 
a w ide range of response. 

In receiving sound, a Rochelle crys¬ 
tal is put into a parabolic horn that can 
he directed towards a noise. When a 
sound strikes it, it gives rise to a vary- 
ing voltage across two metal plates 
holding it. This electric variation is 
amplified. The amplified vibration is 
then heterodyned or combined with a 
vibration of a different frequency, 'flic 
result of superim|K)sing these two vibra¬ 
tions. which are applied to a vacuum 
tube detector, is to pnxiucc an audible 
vibration in the loudspeaker. By analyz¬ 
ing this audible sound the nature of 
the inaudible sound is determined. 'Hie 
sound detector is so sensitive that it can 
pick up the song of a cricket 200 yards 
away. It is connected to the analyzer 
by a shielded wire and ran he carried 
out into the field in the direction from 
which the song is loudest until I he in¬ 
sect making the noise is found. 

The noises that are made by crickets 
are now the main feature of this re¬ 
search on sounds in nature. Professor 
George W. Pierce (assisted by l)r. 
Noyes and Miss Prouty) lias been 

f IInrinrtl llumni Bulletin. 
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working with Nemobius Fascia t us, a 
small, dark-brown cricket that is very 
common in tin* fields. It is about one- 
third as long as the common house 
cricket. It sings at a frequency of 8000- 
11.000. whereas the house cricket sings 
at 1600 vibrations per second. Instead 
of discrete chirps, as with the house 
cricket, this small cricket emits un¬ 
broken trills, some of them lasting for 
over live minutes without a pause. 

The study was started, and will be 
continued, in the country where many 
different insects can be taken up, and 
it is |M>ssihle that some will be fount! 
which sing entirely above audibility. At 
the present time a number of crickets 
(Nemohius Fascial us) are being kept 
in the Cruft Laboratory, ami a detailed 
study of their singing mechanism is 
being made. 

Insert noises are not produced vo¬ 
cally, but are produced by friction of 
one part of the body against another, 
bv vibrations of tlie wings, by vibra¬ 
tions of a miiscularly-controlled dia¬ 
phragm. or by tapping the body on 
some external object. The cricket has 
small wing covers, or tegmina, which, 
according to biologists, are not adapted 
for High I. It is these wings which rub 
on one another to produce the f 'song.” 
It is the male alone who "sings" or 
stridulatcs, the female possessing no 
stridulatory organs. Sometimes he 
sings alone with no female at hand, and 
at other times he sings while quite ob¬ 
viously trying to interest her, but she 
is at all times silent, appearing rather 
indilTerent to his long trills. After a pro¬ 
longed song of sometimes half an hour, 
the male is seen to perform a sort of 
dance, chirping excitedly, and the 
female, standing a short distance from 
him. will then execute hack-and-forth 



Strolxwcopic picture of cricket with wing* 
raised in “singing/* Taken with a Leica Cam¬ 
era, exposure 5 seconds, stroboscope Hash 
speed IO'h per second 

motions. The stridulatory apparatus 
consists of a series of lile-like teeth (118 
per millimeter) located on the under 
side of each wing, and a hardened, 
raised portion on the upper inner edge 
of the tegmina which is used as a scrap¬ 
er. During the song the cricket raises 
his w ings to an angle of 45 degrees and 
draws the scraper on one wing rapidly 
across the file on the other. This mech¬ 
anism of stridulation has long been 
recognized by biologists, and the pres¬ 
ent investigations are principally con¬ 
cerned with the character of the sound. 
No such analysis has heretofore been 
made of this type of cricket, although 
the common house cricket and the 
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Furnpcau field cricket have hccn 

studied. 

The main frequency of the note 
picked lip by the detector was found 
to he about 8000 vibrations per second, 
or a note five octaves above middle (I 
on the piano, hut there are also strong 
vibrations at 16,000, 24,000. and 32,000 
vibrations per second. If the signal in 
the amplifier is connected to a neon 
glow tube, the tul>e will flash every 
time sound is coining through the 
apparatus. The tube is attached to an 
arm and rotated once a second, and a 
photograph taken of the rotating light. 
\ steady glow, indicating steady sound, 
will appear as a ring of light on the pic¬ 
ture, whereas if the sound comes in 
pulsations separated by silence there 
w ill be spots of light separated hy dark 
regions. The steady trill of Nemobius 
f asciatus is seen to be made up of 16 
pulsations of sound per second at room 
temperature, 70 degrees Fahrenheit: 
but if the cricket is heated up to the 
temperature of a hot summer evening. 
91 degrees Fahrenheit, his song has 20 
pulses a second. Fach pulse is due to a 
single scraping of the wings, the pause 
between representing time required hv 
the insect for changing the direction of 
the wing motion or going hack to the 
start. In a previous investigation pub¬ 
lished hv the American Museum of 
Natural History, \lr. Lutz and Mr. 
Hicks, working on the house cricket, 
concluded that this cricket did not have 
enough time in the .017 second pause 
between pulses to get his wings hack to 
the center, so they assumed that he 
scraj>etl in both directions. 

The present investigators, in order to 
study the wing motion of Nemobius 
Fasciatus, set up a stroboscope beside 
the vivarium containing a cricket. The 


stroboscope is an instrument where a 
light can be made to flash on and off at 
any desired rate. If the cricket is sing¬ 
ing. his wings are moving too fast to 
study. He is therefore put in the dark 
and the instrument is adjusted until 
the wings appear to stand still. Once 
during every cycle of the wing motion 
the light is flashing on for 1-100.000 
second, the rest of the cycle occurring 
in the dark. The wings are therefore 
lighted everv time they reach the same 
position. The stroboscope has a scale 
where the number of flashes per second 
can be read. The investigators found 
that they must adjust the speed to 
16 1-3 flashes per second in order to 
make the wings appear stationary; 
hence there are 16 1-3 complete, back- 
aud-forth wing flaps. As was stated 
above, at room teni|>erature there are 
16 pulses per second in the song. If 
stridulation was produced while the 
wings moved in both directions there 
would have to be 32 pulses per second: 
so in these crickets noise is produced 
while the wings move in one direction 
only. 

This is, of course, only a preliminary 
study. Professor Pierce has listened to 
other noises, the song of newly-hatched 
robins, which is loudest at 15.000 vibra¬ 
tions per second, and the black pole 
warblers which sing at about 15,000. 
The ultimate object of this series is to 
study and classify the sounds in nature 
and if possible to determine whether 
they serve some purpose for conimtini- 
eation. In addition to noises made by 
animals. Professor Pierce has found a 
large number of (KTsistent supersonic 
noises, such as the vibrations emitted 
by leaves under the action of the wind, 
noises produced hy air jets some of 
which are inaudible to the ear, the 
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rubbing of clothing or of hands, noises 
made by the burning of a match when 
freshly ignited. The ticking of a watch 
may be beard at a distance of 30 feet 
or more by means of sounds of a fre¬ 
quency as high as 30,000 vibrations per 
second. The devices which are here 
employed in scientific study have also 
highly important practical applications 
in the production and detection of 
sounds under water, as a means of 
signaling between vessels or of finding 
the depth of the sea by timing echoes, 
or in detecting vessels by means of 
supersonic noises produced by the 


vibration of their hulls or propellers. — 
The vibrations produced bv magneto¬ 
striction oscillators and piezo-electric 
crystal oscillators have a high con¬ 
stancy of frequency and are used in 
controlling the frequency of radio 
sending-stations and to provide time¬ 
keeping mechanisms for clocks of high 
precision. One such clock operated at 
the research laboratory, based on prin¬ 
ciples discovered by Professor Pierce 
and manufactured by the General 
Radio Co., keeps time so accurately 
that it changed in rate by less than 1-10 
of a second per day in four months. 


NEW DIALS 



A s companions to the 2 3 4 - and l- 
^ inch dials used on much of our 
equipment and in the assembly of lab¬ 
oratory and experimental apparatus 
of others, two new General Radio dials 
having diameters of 3 I 4 inches are now 
available. The new dials are similar to 
the Types 702 and 710 Dials, except 
for the larger dial plates. The dials are 
nickel-silver finished, with photo-etched 
engraving, and are insulated from the 
shaft. The fluted knob is polished black 
bakclite w it h rounded edges. These dials 
are available for both J^- and %-inch 
shafts, with and without friction drive. 


Ditd _ Scale Diam. I Hum. Redue. Code 


Type 

Diam. 

-4rr 

Die. 

Shaft 

Krutb 

Ratio * 

Word 

Drier 

712-A 

3*4 in. 

180® 

100 

M in. 

in. 


diapk 

$1.25 

712-F 

3*4 in. 

180° 

100 

H in* 

1 % in. 


DIF A It 

1.25 

705-A 

3*4 in. 

180 

100 

l /i in. 

1 % in. 

1 : 4 

(MARK 

1.75 

705-F 

3*4 in. 

180° 

100 

H in. 

in. 

1 : 4 

DIFAL 

1.75 


• Lircnnrd under l 1 . S. Putcnth New. 1,713.116 und 1,744,675. 



* 

GENERAL RADIO COMPANY 

30 State Street - Cambridge A, Massachusetts 
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